Video display system for fetal and maternal monitoring.
Signals from different fetal and maternal monitoring equipment were combined in a video system. Analogue curves and digital figures were displayed on the same screen and included warning signals. Sweeps for different curves are selected individually. It is possible to show fast and slow changing parameters on the same screen. The system has great flexibility and signals from equipment from different manufacturers may be added easily.